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Modified method of recording and reproducing
natural head position with a multicamera system
and a laser level
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Introduction: As computer-assisted surgical design becomes increasingly popular in maxillofacial surgery,
recording patients' natural head position (NHP) and reproducing it in the virtual environment are vital for preop-
erative design and postoperative evaluation. Our objective was to test the repeatability and accuracy of
recording NHP using a multicamera system and a laser level.Methods: A laser level was used to project a hor-
izontal reference line on a physical model, and a 3-dimensional image was obtained using a multicamera
system. In surgical simulation software, the recorded NHP was reproduced in the virtual head position by
registering the coordinate axes with the horizontal reference on both the frontal and lateral views. The
repeatability and accuracy of the method were assessed using a gyroscopic procedure as the gold standard.
Results: The interclass correlation coefficients for pitch and roll were 0.982 (0.966, 0.991) and 0.995 (0.992,
0.998), respectively, indicating a high degree of repeatability. Regarding accuracy, the lack of agreement in
orientation between the new method and the gold standard was within the ranges for pitch (�0.69�, 1.71�)
and for roll (�0.92�, 1.20�); these have no clinical significance. Conclusions: This method of recording and re-
producing NHPwith amulticamera system and a laser level is repeatable, accurate, and clinically feasible. (Am J
Orthod Dentofacial Orthop 2015;147:781-7)
Natural head position (NHP) is the most repro-
ducible relaxed head position adopted by a
subject looking horizontally into infinity.1

Two methods are described to determine NHP in the
clinic. The first method asks the patient to look into
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horizontal infinity,2 and second method asks the pa-
tient to look into his or her own eyes in a mirror.3,4

Physiologically, head position is controlled by
vestibulo-ocular and vestibulospinal reflexes, as well
as by inner ear otolithic gravitational responses that
provide interactions among eye position, head posi-
tion, and muscles.4 According to previous studies,
NHP can be influenced by nasorespiratory function,5-7

occlusion,8-10 craniofacial skeletal morphologic
features, and visual feedback deprivation.11 Based
on these findings, NHP might change with different
emotional states, ages, personal characteristics, envi-
ronmental conditions, and cervical discomfort.

Since NHP provides a coordinate reference system
for taking measurements and therefore has vital impor-
tance for diagnosis, surgical design, postoperative
outcome evaluation, and developmental tracking in
patients with dentomaxillofacial deformities, it has
gained the interest of many experts.2,12,13 Previous
studies have mainly focused on how to record NHP 2
dimensionally.14-18 Now, with the development of
computer-assisted surgical design, many authors are
using new methods for recording 3-dimensional (3D)
NHP and integrating it into a computer-assisted surgical
design protocol.
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Schatz2 and Xia19 et al conducted a series of studies
on how to record and reproduce NHP 3 dimensionally
using a gyroscope. According to our experience, this
method is accurate and feasible for preoperative design
but impractical for postoperative evaluation and long-
term follow-up.20 The main reason for this limitation
is that in the gyroscopic procedure, recording and repro-
duction are based on the alignment between the pa-
tient's occlusion and the gyroscope, and when the
occlusion is altered after surgery, the alignment is also
changed. As a consequence, the entire procedure,
including the computed tomography (CT) scan, must
be repeated at each follow-up visit, with an unaccept-
able increase in radiation exposure.2,19 Other
disadvantages of the gyroscopic procedure include (1)
the requirement for specialized software and
equipment such as a bite-jid, facebow, and acrylic mate-
rials; and (2) the total weight of the gyroscope that
might affect head orientation because the weight is in
front of the center of gravity.2

Weber4 first reported the method of recording NHP
using a stereophotographic system. In that study, the
true vertical and horizontal laser lines were projected
for orientation and then were marked on the patient's
face with ink dots. Using a 3D camera system, photo-
graphs were taken to capture the orientation of the
reference points. Compared with the gyroscope and
the procedure of Schatz2 and Xia19 et al, Weber's method
has the following advantages: (1) no special devices and
software, (2) no occlusion alignment, and (3) no radia-
tion exposure.

However, there is some uncertainty about the accu-
racy and convenience of the method of Weber4 for 2 rea-
sons. First, since head posture can be affected by visual
motion, when doctors draw marking dots according to
laser lines, patients may be distracted and move their
head slightly. Second, the separate procedure of refer-
ence marking and taking 3D photographs will inconve-
nience both patients and doctors.

We modified the method of Weber4 by capturing
laser reference lines and the patient's face together,
eliminating the marking of reference dots. This study
was designed to test the accuracy and repeatability of
this new technique. Since several variables can affect
NHP, such as personal characteristics, environmental
conditions, room heat, and a person's excitation state,
this study was based on a physical model to eliminate
other factors outside the technique itself.

MATERIAL AND METHODS

A physical head model (Brainlab, Munich, Germany)
made from CT-compatible plastic material was used
June 2015 � Vol 147 � Issue 6 American
in the study. A digital gyroscope (3DM;MicroStrain, Wil-
liston, Vt) assembled with a facebow and reference
markers (Medical Modeling, Golden, Colo) was fixed to
the physical model by 2 titanium screws at each side to
ensure a solid alignment between the gyroscope and
the model throughout the study. A CT scan was acquired
with a cone-beam CT scanner (VG; NewTom, Verona,
Italy). The scanning matrix was 4003 400 with a depth
of gray level of 16 bits. The layer thickness was
0.075 mm with a field of view of 15 cm. The position
of the model was recorded by the gyroscope simulta-
neously with the CT scanning. Data in DICOM format
were transferred into Proplan CMF virtual design soft-
ware (Materialise, Oberdorf, Switzerland). A virtual
image of the model and the gyroscope assembly was ob-
tained by surface rendering reconstruction of the DICOM
data. The original coordinate system of the CT scan was
quoted by the software, which was recorded by the
gyroscope.

NHP was recorded by capturing a 3D image of the
physical model with horizontal lines projected onto it
by the laser level. The procedure was as follows.

First, a laser level (SaiWei, Shanghai, People's Repub-
lic of China) was used to project a horizontal line onto
the physical model. As stated in the manufacturer's
handbook, the wavelength of the laser beam was 635
to 670 nm, and the horizontal accuracy was 0.2 mm
when the distance was 1 m. The distance between the
physical model and the laser level in our test was
1.5 m. The laser level was set up in front of the model
to enable the horizontal line to be projected across the
entire face (Fig 1).

Second, a 3D image was obtained using a multica-
mera system (3dMD, Atlanta, Ga). This stereophotogra-
phy unit uses 4 cameras, 2 of which are positioned on
each side of the subject. It achieves a 180� face capture
(ear to ear), with a capture speed of 1.5 ms and a resolu-
tion of 400 dpi. The reported accuracy in the manufac-
turer's handbook is 1.5% of the total observed variance.
The center flashlight of the multicamera system was
turned off so that the laser beam reference line appeared
more clearly on the obtained images. The instruments
and imaging environment are shown in Figure 2.

Because the 3D image captured the model from ear to
ear, the horizontal reference line could be used to record
both the pitch and roll orientations simultaneously. The
frontal view was used to record the roll and the lateral
view to record the pitch (Fig 3).

NHP was reproduced in the virtual model by altering
the virtual head position until the both vertical and
sagittal vectors coincided with the horizontal reference
line. The procedure was as follows.
Journal of Orthodontics and Dentofacial Orthopedics



Fig 2. Instrument and imaging environment for natural head position recording: 1, physical model; 2,
gyroscope; 3, laser collimeter; 4, 3D multicamera system.

Fig 1. Projection of the horizontal laser beam on the physical model. A laser level was used to project a
horizontal reference line from ear to ear on a physical model. The orientation was recorded simulta-
neously by a gyroscope. A, frontal view; B, lateral view.

Liu et al 783
1. The 3D camera image was saved in .wrl format and
imported into the surgical design software.

2. The 3D image and the CT scan were superimposed
through a surface registration procedure, with the
CT scan set as the fixed object and the 3D image
as the floating object.

3. The virtual head position was moved manually
according to the horizontal laser beam line on the
3D image. In the virtual environment, the x-axis
represents the horizontal vector, the y-axis repre-
American Journal of Orthodontics and Dentofacial Orthoped
sents the vertical vector, and the z-axis represents
the sagittal vector. In this sense, pitch, yaw, and
roll refer to the angles around these 3 axes, respec-
tively. Thus, the x-axis coordinate was parallel to the
line on the frontal view; simultaneously, the z-axis
coordinate was parallel to the line on the lateral
view (Fig 3).

4. The coordinate axis was double-checked from both
views. The changes in the pitch and roll angles
during the movement were recorded.
ics June 2015 � Vol 147 � Issue 6



Fig 3. Reproduction of NHP in the virtual environment. A and B, 3D images of the physical model and
horizontal reference line. The laser beam can be seen clearly (arrows). C and D, In the NHP modifica-
tion dialog window, the virtual head position was moved manually according to the laser beam refer-
ence. In C, first, the head position was moved in the frontal view until the laser beam was parallel to
the x-axis coordinate, altering the coronal angle or roll angle (arrow). In D, second, the head position
was moved in the lateral view until the laser beam was parallel to the y-axis coordinate, altering the
sagittal or pitch angle (arrow). Changes in pitch and roll angles were calculated in real time during regis-
tration and shown in the dialog box.
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We used a gold standard for NHP recording and
reproduction. The orientation of each head position
was recorded by the digital gyroscope, by recording
the pitch and roll angles simultaneously. The pitch and
roll alterations between 1 test head position and the
head posture during the CT scan were calculated. These
alterations were the angles that needed to be applied
when reproducing a recorded head position on the vir-
tual model and were considered the gold standard.

This study was designed to answer 2 questions: (1)
whether the results obtained with the new method
depend on operator experience, and (2) whether the
new method is as accurate as the gyroscopic method.
Two tests were therefore used: the first to assess the
repeatability of the new method among different opera-
tors, and the second to assess its accuracy.

For the repeatability tests, a minimum sample of 33
participants would yield an expected intraclass correla-
tion coefficient (ICC) of 0.9 and a lowest acceptable
ICC of 0.8 for 3 repetitions per participant. For the accu-
racy tests, the total sample size of 35 was determined
June 2015 � Vol 147 � Issue 6 American
before the study based on an expected difference of 2
between measurements and the gold standard. This
sample size would yield an alpha of 0.05 and a power
of 0.80.

During the recording procedure, the physical model
was randomly oriented 35 times so that 35 pairs of
data were obtained, comprising both the correspond-
ing angles recorded by the multicamera system and
the laser level, and the angles recorded by the gyro-
scope. During the reproduction procedure, 3 experi-
enced orthognathic surgeons (X.-j.L., Z.-l.L., and
another) independently registered the virtual head.
The resultant pitch and roll angles were recorded.
The experimental design is shown in Figure 4.

Statistical analysis

All statistical analyses were performed with Stata
software (version 13; StataCorp, College Station, Tex).
For the repeatability test, a 2-way mixed-effects model
(absolute agreement definition) for the ICC was initially
computed to determine whether the reproductions made
Journal of Orthodontics and Dentofacial Orthopedics



Fig 4. Study design.

Table. Accuracy of the new method

Delta mean (�) SD (�) 95% CI of bias (�) Lower limit of agreement (95% CI) (�) Upper limit of agreement (95% CI) (�)
Pitch, 0.51 0.61 0.28, 0.73 �0.69 (�1.10, �0.32) 1.71 (1.34, 2.12)
Roll, 0.14 0.54 �0.062, 0.34 �0.92 (�1.28, �0.60) 1.20 (0.88, 1.56)
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by the different operators agreed. If they statistically and
absolutely agreed, the measurements were averaged in
the accuracy test.

For the accuracy test, a 1-sample t test was per-
formed to determine whether the delta values for the
new method and the gold standard for each orientation
(pitch or roll) were statistically different from 0�. If delta
was significantly different from 0�, a 1-sample t test was
performed to determine whether it was statistically
different from 2� because, according to previous studies,
there would be no clinically significant difference if the
lack of agreement was less than 2�.21

Finally, the methods of Bland and Altman22 were
used to assess the agreement between measurements.
The data were screened, and the assumption of normal
distribution could not be rejected. The accuracy of our
method is presented as means and standard deviations
of delta values, 95% confidence intervals (CI) of the
bias (the precision of the estimated mean difference of
agreements), and lower and upper limits of the agree-
ment and their 95% CI.
American Journal of Orthodontics and Dentofacial Orthoped
Results

In the repeatability test, the ICC values of the opera-
tors for pitch and roll were 0.982 (0.966, 0.991) and
0.995 (0.992, 0.998), respectively. This indicates a high
degree of repeatability.

In the accuracy test, the delta values for the roll an-
gles measured in the new NHP reproduction procedure
and the gold standard were not statistically significantly
different from 0� (P 5 0.169). The delta value for the
pitch angle was statistically significantly different from
0� (P \0.001); however, it was significantly less than
2� (P \0.001). This indicates that the pitch measure-
ment was significantly overestimated, but the bias was
within 2�.

The findings regarding the efficacy of the method as
assessed by the methods of Bland and Altman22 are
shown in the Table. The lack of agreement in orientation
between the test and the gold standard was within the
ranges for pitch (�0.69�, 1.71�) and for roll (�0.92�,
1.20�), indicating no clinically significant difference.
ics June 2015 � Vol 147 � Issue 6
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DISCUSSION

Computer-assisted design is becoming increasingly
popular in orthognathic surgery, trauma reconstruction,
and craniofacial deformity correction. When basing a
virtual design on CT data, it is important to reproduce
the patient's NHP in the virtual model because the mea-
surements should be based on a natural coordinate
system.23 Furthermore, the recorded NHP should be easily
reproduced when obtaining postoperative follow-up
images to enable use of the same reference planes when
evaluating facial protrusion and asymmetry.

The ideal method for recording and reproducing NHP
should be reproducible, accurate, and independent of the
operator. Most importantly, it should not influence the
position of the patient's head during recording.3 In the
past, when surgical designs were mainly based on ceph-
alometry and model surgery, the methods of recording
NHP involved taking standard photographs and obtain-
ing cephalograms17,21,24-29 with a horizontal reference
system or recording angles with special instruments.3

Although these methods cannot be applied to 3D virtual
systems, which are increasingly popular in surgical
design, their basic principles can still be followed. In
this study, we followed the principle of imaging horizon-
tal reference lines on the face using a 3D camera system.

Errors can occur during the reproduction procedure
because the virtual head position is set manually accord-
ing to the reference lines. In this study, we demonstrated
that our new method is highly reliable, with ICC values
among the 3 operators of more than 0.99 for both the
pitch and roll angles. We also found that the new
method met the clinical requirement for accuracy. The
bias in roll was not significantly different from 0�. The
bias in pitch was larger than 0�, but the absolute values
of the upper and lower limits of agreement were less
than 2�; this is considered clinically accurate.21 The
main reason for this finding might be that reference lines
in the lateral area were shorter and could have been dis-
torted because the laser beam was not projected directly
onto the model's lateral surface. Higher accuracy could
be achieved by using equipment with 3 laser beams
assembled at the same horizontal level so that the beams
are projected simultaneously and directly on the frontal
and bilateral areas without distortion.

Compared with the method of Weber,4 the advan-
tages of this new technique are that (1) it prevents errors
caused by the manual drawing of ink dots along the
horizontal laser beam, and (2) a complete horizontal
line instead of 2 dots appears across the image, facili-
tating NHP reproduction.

Compared with gyroscopic procedures, the accuracy
of this new method is comparable for roll but reduced
June 2015 � Vol 147 � Issue 6 American
for pitch. However, the new method is quick, does not
expose the patient to radiation, is easy to perform, and
saves time and the expense of purchasing specialized
software and gyroscope assemblies. These advantages
make the new method more feasible for use in postoper-
ative evaluation and follow-up. This method could also
be used to record 3D reference lines in any orientation, in
addition to horizontal and vertical.

Since this study was based on a physical model, the
resulting accuracy represents standards only for the
technique protocol, which mainly refers to surface regis-
tration and manual modification procedures. In clinical
practice, the patient's head posture will be affected by
many variables, such as medical instruction, light, phys-
ical state, or even emotion. How to regulate the viewing
field of the stereophotographic system and the light sys-
tem to make the laser lines as clear as possible is a major
concern affecting the in-vivo use of this procedure.
Further investigations are needed to identify the accu-
racy and repeatability of clinical procedures. Our results
will be a useful reference for the analysis and under-
standing of in-vivo results.

CONCLUSIONS

The method of recording and reproducing NHP with
a multicamera system and a laser level is repeatable,
accurate, and clinically feasible.
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